Characterization of a multicore fiber image guide for nonlinear endoscopic imaging using two-photon fluorescence and second-harmonic generation," J.
Introduction
Multiphoton microscopy (MPM) is now a well-established method for tissue structural and functional imaging. [1] [2] [3] [4] Studies have been reported in a variety of tissues, from animal models to human samples, and the technique is also used in vivo for dermatological applications. [5] [6] [7] MPM is of particular value for imaging extracellular matrix (ECM) architecture in label-free tissues since the combination of second-harmonic generation (SHG) and endogenous twophoton excitation fluorescence (2PEF) allows the simultaneous visualization of collagen and elastin, respectively, the main ECM proteins. Several major lung pathologies such as chronic bronchial inflammations, chronic obstructive pulmonary disease, fibrosis, asthma, emphysema, and cancer are characterized by early modifications of the ECM fibrillary collagen and elastin network. A number of investigations on ex vivo animal [8] [9] [10] [11] and human lung samples [12] [13] [14] [15] [16] [17] [18] already demonstrated the potential of the method to assess the pathological changes occurring in ECM organization.
To date, fiber-optic, single-photon confocal autofluorescence endomicroscopy allows in vivo microscopic real-time imaging of the human respiratory tract, during bronchoscopy, from proximal bronchi down to the alveoli. In previous studies, 19, 20 the authors showed that, under the 488-nm single-photon excitation mode, the technique images the elastin network of the proximal and distal bronchial tree but does not give access to the collagen component of the ECM. Translation of MPM to endoscopy potentially offers one way to overcome this limitation: imaging both collagen (through SHG) and elastin (through 2PEF) networks would provide the capability to follow structural remodeling of the ECM in vivo during an endoscopic procedure, which would be of great clinical value.
There have been significant research efforts 21, 22 to transfer table-top MPM to clinical endoscopy by developing miniaturized endomicroscopes using optical fibers both to deliver light to the tissue and to collect the backward-emitted multiphoton tissular signals. Two endomicroscopy techniques have been developed, based either on the distal scanning of a single fiber or on the proximal scanning of a fiber bundle. In the first case, the scanning mechanism is placed at the tip of a single fiber, whereas, in the second case, the scanning mechanism, placed at the fiber entrance, sweeps the laser beam across a multicore image guide (IG), ensuring a sequential illumination of the fiber cores. In recent years, research has been focused mainly on the development of endomicroscopes based on the distal scanning of different types of single fibers. [23] [24] [25] [26] [27] [28] [29] [30] These studies have proven the potential of providing uniform images, but they do not fully comply with the U.S. Food and Drug Administration (FDA) and European Commission (CE) conformity regulations required for a clinical use, namely because of the ability to accurately sterilize this kind of miniaturized device has not been demonstrated yet.
On the other hand, fiber-bundle-based endomicroscopes present a number of advantages: as the scanning mechanism and its electrical control are not included in the probe to be incorporated in the operating channel, there is no restriction on scanner size; the probe is compact, mechanically flexible, and robust, and a real-time acquisition rate (∼10 Hz) can be achieved.
Moreover, it can be chemically sterilized against bacteria and viruses, in contrast to distal scanning endomicroscopes, and it allows efficient signal collection using a large surface, i.e., the total bundle area. All these advantageous features increase the clinical applicability of the technique. On the other hand, a limitation of this approach is the limited lateral resolution of multifiber IG due to several micrometers core-to-core distance and optical cross talk between the adjacent fiber cores.
Several studies have assessed the potential of multicore fiberbundle-based systems for 2PEF and/or SHG imaging. Using a 140-cm-long fiber bundle connected distally to a gradient-index lens and proximally to a pair of diffraction gratings to precompensate the group velocity dispersion occurring in the fiberbundle cores, images from fluorescein-labeled blood vessels in anesthetized rats have been obtained. 31 The 2PEF images from fresh cresyl-violet-stained tissue canine bladder were also reported 32 using a 50-cm-long fiber bundle, without compensating for dispersion and nonlinear effects in the fibers. Some of the present authors developed several systems allowing the precompensation of both linear and nonlinear distortions arising in long single-mode fibers (SMF), 33, 34 and using a specially designed multicore fiber bundle from Fujikura, 2PEF images of human colon cells stained with Rhodamine B were obtained. 33 Recently, a system employing a fiber bundle has been developed enabling the simultaneous imaging of coherent anti-Stokes Raman scattering, SHG, and 2PEF in a human dermis sample. 35, 36 The bundle, used only to conduct the excitation wavelengths, is an IG consisting of 10,000 light-guiding cores with a relatively small length of 1 m, and thus, no compensation for dispersion in the fibers was implemented.
However, to the best of our knowledge, no attempt has been reported to perform joint imaging of a tissue by SHG and endogenous (label-free) 2PEF using a fiber-bundle-based endomicroscope directly operable in a routine endoscopic procedure. This means that the instrument should provide real-time imaging to the practitioner and avoid motion artifacts induced by heartbeat and breathing; the fibered probe should be flexible, small-sized, and long enough to be easily inserted in the operating channel of an endoscope, guided along curved lumen of hollow organs and put into contact with the tissue. Moreover, the probe should be fully biocompatible, resistant to decontamination processes and eligible for both 510(k) clearance from the U.S. FDA and the European CE conformity marking. All these features can be found today in single-photon endomicroscopes, but, to our knowledge, these requirements are not met by any multiphoton endomicroscope in development.
The aim of this study is to evaluate the possibility of developing a multiphoton fiber-bundle-based endomicroscope, meeting all the requirements for clinical use, and thus immediately transferable into endoscopy at the patient bedside. This endomicroscope would be intended primarily for imaging ECM of elastin and collagen networks. For this purpose, we built an endomicroscope based on a commercial fiber bundle and present the acquired endogenous 2PEF and SHG images from ex vivo tissue samples. The main focus has been put into quantitative characterization of the properties of this fiber bundle as a nonlinear IG.
Materials and Methods

Multicore Fiber Image Guide
The IG used in our study is the Gastroflex™ UHD confocal miniprobe™ commercialized by Mauna Kea Technologies for use with the single-photon fluorescence endomicroscope Cellvizio ® . This miniprobe is based on a Fujikura multicore fiber-optic bundle of the FIGH series. The bundle is composed of 30,000 separate optical cores, each one having a diameter no greater than 2 μm, with center-to-center intercore distance of about 3.5 μm. The effective working field of view of this miniprobe has a diameter of 600 μm and its total length is 3 m. Therefore, it can be used in an operating room, regardless the tissular target to be reached. The outer diameter of the IG is 2 mm, which makes it compatible with any endoscope-operating channel having a minimal diameter of 2.8 mm. The distal end of the bundle is connected to a proprietary micro-objective (MO) with working distance of 60 μm and magnification of 2.48, resulting in a lateral resolution of 1.4 μm and an axial resolution (optical section thickness) of 9 μm (specifications at 488 nm).
Tissue Sample Preparation
The human lung samples used in this investigation were prepared by Rouen University Hospital and were obtained from one patient undergoing surgery for lung cancer. The specimens were removed from a lobectomy sample in a healthy zone, remote from the cancer, and fixed in 4% paraformaldehyde. After fixation, samples were cut into ∼1-mm-thick tissue slices. Image acquisitions were performed on a healthy peripheral alveolar territory sample. Each tissue block was placed on a microscope slide.
Rat tail tendons were dissected from thawed rat tails and stored in phosphate-buffered saline solution (to remove hemoglobin traces) for several minutes before image acquisitions. A part of the tendon was placed on a microscope slide.
Experimental Setups
Two variations of the experimental setup were built: one for 2PEF and SHG imaging of tissue using fiber-bundle IG, and another one for quantitative characterization of the IG at the single-core level.
The setup is shown in Fig. 1 . A tunable (690 to 1040 nm) Ti: sapphire laser (L) having 80-MHz repetition rate and 70-fs pulse duration (Spectra-Physics Mai Tai/DeepSee) is used as the excitation light source. A half-wavelength plate (WP 1 , Thorlabs AHWP05M-980) together with the Faraday isolator (FI, Newport ISO-05-800-BB-G) are placed at the laser output to vary the pulse energy and also to prevent the parasitic feedback by reflected light. Then, via a pair of reflecting mirrors (M 1 and M 2 , Thorlabs PF10-03-P01), the light enters a home-built pulseshaping device, 34, 37 which permits simultaneous second-order dispersion (SOD), third-order dispersion (TOD) dispersion, and nonlinear effect precompensation. This device was initially developed for delivering ultrashort pulses through a long SMF for various endoscopic applications. 34, [37] [38] [39] [40] It consists of (i) a short SMF (Thorlabs PM780-HP) with its focusing optics (L 1 and L 2 , Thorlabs A260TM-B) and polarization rotation management (WP 2 , Thorlabs AHWP05M-980), (ii) mirrors for light delivery (M 3 to M 6 , Thorlabs PF10-03-P01), and (iii) a grism-based pulse stretcher (G 1 and G 2 ) consisting of a pair of reflection diffraction gratings in close contact with two prisms.
The principle of operation of this precompensation system has been previously described in detail. 33, 34 Briefly, a short piece of SMF introduces spectral and temporal pulse broadening under the combined effects of self-phase modulation and positive (i.e., normal) group-velocity dispersion, effectively decreasing the light intensity entering the first grism (G 1 ).
Then, an anomalous dispersive stretcher consisting of two grisms (G 1 and G 2 ) produces, in two passes, largely negatively chirped pulses. As a result, after propagation inside the long delivery fiber with positive dispersion and nonlinearity, the pulse impinging on the tissue can be optimally compressed to a value close to or even shorter than the initial laser pulse duration. This is achieved by proper adjustment of the anomalous stretcher, i.e., by changing the distance d between the two grisms and the angle of incidence θ, one can control the desired values of SOD and TOD, respectively. Although a pulse duration of about 10 picosecond (ps) is measured at the stretcher's exit (between mirrors M 5 and M 7 ), a value in the range 50 to 100 fs can be routinely obtained after passing through a singlemode 3-m-long fiber. Note that our grisms-based precompensation device is tunable from 790 to 900 nm. 39 An excitation wavelength of 850 nm, optimal for suppressing the 2PEF signal from collagen, 39 was used in this study.
After the pulse-shaping device, the beam passes via an optical delivery system consisting of a mirror (M 7 , Thorlabs PF10-03-P01) and two lenses (L 3 , Thorlabs AC254-050-B and L 4 , Thorlabs AC254-100-B) that act as a telescope for expanding the laser beam and adjusting its divergence. Then, depending on the type of experiment, the beam follows different trajectories.
Module for ex vivo two-photon excitation fluorescence and second-harmonic generation imaging of tissular samples
For the 2PEF and SHG imaging of tissue, the M 8 and M 9 mirrors guide the beam to the module presented in Fig. 1(b) . The collimated light passes through a dichroic mirror (DM, Semrock FF665-Di02-25 × 36) toward a proprietary scanning module (Mauna Kea CellVizio ® ) composed of two scanning mirrors (SMs), a telescope (L 5 and L 6 ), and a coupling objective (OBJ). The laser beam is swept across the proximal end of the multicore IG (Gastroflex™ UHD miniprobe™) ensuring sequential illumination of all fiber cores. Horizontal line scanning is performed using a 4-kHz resonance mirror while a galvanometric mirror performs frame scanning. The dwell time of the laser light per core is <1 μ sec and varies depending on the area scanned. The minimal frame rate of 9 Hz is set for compatibility with in vivo in-clinic endoscopic application, which requires real-time imaging during intervention on patients.
After propagating through the IG, the beam is focused onto the sample tissue (S) by a proprietary MO, which is an integral part of the employed IG. The sample is placed on a three-dimensional (3-D) differential micrometer translation stage; the horizontal in-plane movement is used to manually select the sample's region of interest, whereas the vertical movement enables probing of different tissue depths. The total average power on the sample is deliberately limited to 40 mW, corresponding to a pulse energy of 0.5 nJ. The 2PEF and SHG signals are collected by the whole IG in epi-detection configuration, delivered back to the proximal end of the IG, descanned by SMs (as for usual linear fluorescence imaging but without pinhole filtering), reflected by the dichroic beamsplitter (DM) and focused on a fast photomultiplier (PMT, Hamamatsu H10723-110MOD) by a lens (L 7 ) with f ¼ 50 mm. Dichroic filter is placed before the PMT for spectral selection of the informative signal: a low-pass filter (Semrock FF01-720/SP-25) allows simultaneous recording of 2PEF and SHG signals, whereas a bandpass filter centered at 427 nm with 10-nm FWHM (Semrock FF01-427/10-25) allows acquisition of the SHG signal exclusively. The PMT signal is then synchronously processed using a 14-bit digitizer, and two-dimensional images are reconstructed using a proprietary software provided by Mauna Kea Technologies.
The recorded videos are then subjected to postprocessing treatment frame by frame. First, a 2 × 2 binning is applied for reducing the read noise. Then a circular averaging filter with a radius of 7.5 μm is applied for smoothing the image.
Module for image guide characterization at single-core level
For the quantitative characterization of the IG at the single-core level, the M 8 mirror is removed and the beam exiting the telescope (L 3 and L 4 ) is focused onto the proximal end of the fiberbundle IG by a 20× objective (OBJ 1 , Nikon Plan, NA 0.4). The proximal end of the fiber bundle is positioned on a 3-D steppermotor translation stage with a minimal incremental motion of 50 nm and unidirectional repeatability of 100 nm (three linear stages M-111.12S and stepper motor controller C-600, Physik Instrumente). The choice of an arbitrary single core is performed by moving the stage along the X-Y plane. Then, translation along the optical (Z) axis is used to optimize the coupling into this core. Various cores can be selected by moving the 3-D stage in the X-Y plane without changing the Z axis position. Light exiting the distal end of the IG is collimated by a 50× objective (OBJ 2 , Olympus MS Plan, NA 0.80) and then split by a beam sampler (BS, Thorlabs BSF10-B) into two measurement channels containing relevant optical elements: a half-waveplate (WP 4 , Thorlabs AHWP05M-980) before an autocorrelator (AC), a lens, L 8 , and a neutral density filter (F 2 Thorlabs NE10A-B) before a CMOS camera. Both X − Y and Z positions of the stepper motor are fine-tuned to optimize the signal of the cores on the CMOS camera. The process of this optimization consists in looking at the spatial distribution of one core on the CMOS camera. Then the stepper motor moves to maximize the core intensity and minimize the cross talk of the targeted core with respect to the adjacent ones. Optionally, a polarizer (P, Thorlabs LPNIR050) can be placed in front of the mirror, M 11 , and a quarter-waveplate (WP 3 , Thorlabs AQWP05M-980) before the OBJ 1 .
The above setup was used for measuring the following parameters. 
Statistics
Spearman's correlation coefficients were computed to assess the correlations of pulse energy and degree of polarization with pulse duration. The p-value and 95% confidence intervals (CIs) were estimated by bias-corrected accelerated (BC a ) bootstrap according to Efron's method. 41 A correlation coefficient was considered negligible if it was below 0.30, weak if it was between 0.31 and 0.70, strong if it was between 0.71 and 0.90, and very strong if it was above 0.91. Correlation coefficients were compared to the value 0 (null hypothesis). A p-value below 0.05 was considered statistically significant. A semilogarithmic scale was used for pulse duration in scatter plots since the pulse duration distribution was highly skewed. All statistics were computed in R statistical software (version 3.5.0, The R Foundation for Statistical Computing, Vienna, Austria).
Results and Discussion
Unlabeled Tissues Imaging
Two types of dissected samples were imaged with the first configuration of the setup; (a) 2PEF of human alveolar territory sample without any staining, and (b) SHG from a rat tail tendon (Fig. 2) . These images were recorded in selected regions of interest with the size 190 × 140 μm (see also Videos 1 and 2). Elastin, which is found in abundance in human alveoli, is considered as the main source of 2PEF signal; the image in Fig. 2(a) provides information on the structure of elastin network. In Fig. 2(b) , SHG signal originates from tendons rich in collagen. Then, we sought to explore the possibility of parallel assessment of 2PEF and SHG signals within the same region of a sample ( Fig. 3) . A dissected portion of a rat tail was continuously imaged and manually scanned until a tendon structure appeared in the SHG spectral window [see Fig. 3(a) ]. Then without moving the sample, a low-pass filter was positioned (see Sec. 2.3.1), and the SHG filter was removed in front of the PMT. From the recorded image containing both 2PEF and SHG signals (data not shown), we performed a pixel-to-pixel subtraction of the image shown in Fig. 3(a) to obtain the signal of 2PEF [ Fig. 3(b) ].
Our approach aimed to be conformed with the medical regulations related to standard endoscopic procedures, meaning that the fiber guide had to be approved for clinical endoscopic imaging. Moreover, real-time imaging is indispensable to endoscopic practices. The above results presented in Figs. 2 and 3 are, to the best of our knowledge, the first images of 2PEF of elastin and SHG of collagen from ex vivo tissue without any external labeling, using a multicore IG and at endoscopy-relevant frame rate. The images shown here were subjected to postprocessing by applying a combination of numerical filters, as described above. However, the time of image treatment was significantly shorter than the time interval between two successive frame acquisitions at 9 Hz. Therefore, such a treatment can be directly integrated into real-time monitoring of 2PEF and SHG signals during in-clinic endoscopy intervention.
Although these first results are promising, the recorded images are far from being optimal. First, the signals, especially in the case of SHG, were relatively weak and, second, the images exhibited high spatial inhomogeneity contrary to images provided by distal imaging schemes.
Regarding signal intensity, a number of factors contribute to the observed problem. First, we chose an endoscopically relevant fast frame rate of 9 Hz which translates in a very short exposure time of laser excitation per fiber in one frame. As a result the non-linear signals from nonlabeled tissue are weak. We performed additional 2PEF experiments using fluorescein-labeled tissue and we obtained much stronger signals with better quality of images (Video 3). On the other side, the total average power of femtosecond radiation at the distal end of an IG was limited at a certain level (40 mW) and cannot be substantially increased to avoid tissue damage. Importantly, in this study, we used the available scanning module from Mauna Kea Technologies, the optics of which were optimized for linear excitation in the visible range and not for nonlinear regime using near-infrared (NIR) light at 850 nm. Moreover, we would like to stress that the signal intensity is not the most important parameter per se, as useful information is derived from the morphology of elastin and collagen networks. To accurately resolve the network, a few dozen photons per pixel above the dark current threshold is sufficient. Therefore, we believe that gradual improvement of both scanning and registration modules will allow one to obtain signals sufficiently strong for real-time in-clinic endoscopic imaging of unlabeled tissue.
The second major issue, which is image spatial inhomogeneity, seems to be much more important, and, as described in the following sections, further experiments were performed for the better understanding of the underlying problems.
Uniform Sample Imaging
The postprocessing treatment improves image quality in Figs. 2 and 3; however, the image inhomogeneity is still present. To investigate this problem in detail, experiments were performed on homogeneous samples to examine the signal intensity variation between the cores. The results are shown in Fig. 4 .
Fluorescein water solution (2.5 μM) and barium borate (α-BBO) crystal were used for obtaining reference images of 2PEF [ Fig. 4(a) ] and SHG [ Fig. 4(b) ], respectively. In both cases, the recorded images are surprisingly highly heterogeneous; the corresponding intensity histograms are shown in panels of Figs. 4(c) and 4(d). The core intensities exhibit big variability. In the linear regime with continuous-wave (cw) excitation, the variability in transmission of individual cores also exists. However, it is much lower and, therefore, can be compensated by proper image scaling procedure based on calibration using a fluorophore solution as a standard. However, in the case of nonlinear imaging, an analogous scaling procedure is not immediately possible as it leads to very large correction errors due to very large spread of intensities between the cores.
Multicore Fiber Image Guide Characterization at Single-Core Level
We examined the origin of nonlinear image heterogeneity by studying the IG at the single-core level using the module described in Sec. 2.3.2. In total, 107 different individual cores randomly located within the IG were examined. The distributions of pulse duration, pulse energy, and degree of polarization at the distal exit are presented in Fig. 5 . Pulse duration of a substantial part of examined cores lies between 70 and 500 fs (n ¼ 30, 28%), and, within this group, 53% of cores exhibit pulse durations between 100 and 200 fs [insert in Fig. 5(a) ]. However, for the majority of cores (n ¼ 64, 60%), pulse duration is measured to be longer than 1 ps and may even reach 7.4 ps. This means that the precompensation stretcher device (G 1 and G 2 ) does not properly compensate the SOD and TOD in the multicore IG for the ensemble of cores but only for some of them. These longer pulse durations translate into almost zero-intensity image points as both 2PEF and SHG signals depend inversely on the pulse duration. The pulse energy distribution is shown in Fig. 5(b) . The energy of incident pulses was set to 130 AE 5 pJ at the proximal entrance of the IG. At the distal exit, the pulse energy is measured to be within the range from 10 to 35 pJ. About 35% of the cores (n ¼ 36) exhibited output energies between 25 and 30 pJ, and the maximum value is measured at 35 pJ, giving a coefficient of transmission of about 27%. Note that in this study we do not focus on energy transmission optimization but rather on a robust comparative characterization of different individual cores. Clearly, the pulse energy distribution is rather compact and does not exhibit big variations as compared to those of pulse duration. Finally, when pulse energies are plotted against pulse durations [ Fig. 6(a) ] of the corresponding cores, the correlation is zero or negligible (rho ¼ −0.01, 95% CI ¼ −0.19 to þ0.16).
To study the birefringence due to light propagation in a single core of the IG, we measured the degree of polarization of transmitted pulses and its distribution, as shown in Fig. 5(c) . It varies between 3% and 55%, with 59% of the cores (n ¼ 63) exhibiting a value below 25%. This result confirms that cores are optically anisotropic and alter the linear polarization of an incident light. At the same time, no correlation or a negligible correlation (rho ¼ þ0.07, 95% CI ¼ −0.14 to þ0.28) between the degree of polarization and pulse duration was found [ Fig. 6(b) ], suggesting that the induced birefringence is not the main cause of pulse duration variations.
To verify the above conclusion, a modified version of the precedent experiment was performed. The polarization of an incident beam was changed from linear to circular using the quarter-waveplate [WP 3 , Fig. 1(c) ] inserted just before the proximal side of the IG. Durations of the output pulses with and without the quarter-waveplate were measured for 54 individual cores, and the result is shown in Fig. 7 . The change from linear to circular polarization of the incident beam does not substantially alter the output pulse durations' distribution, which remains very broad, i.e., from 70 fs to 7.4 ps. This result confirms that the state of polarization during propagation along the fiber core does not influence in a major way the transmitted pulse duration.
Note that the difference between the two distributions of pulse duration for linearly polarized incident light [ Fig. 5(a) versus the gray bars of Fig. 7 ] is due to different individual cores studied in each experiment. One can clearly see that, in spite of substantial local differences, the general tendency remains the same: both distributions are very broad, extending 2 orders of magnitude, from 70 fs to about 7 ps.
Finally, we examined the cross talk between adjacent cores. For this study, CMOS camera images of spatial distribution of transmitted core intensities were used; two representative October 2019 • Vol. 24 (10) examples are shown in Fig. 8 . In both images, the strong peak from the studied core is located in the middle of the camera, whereas adjacent cores with a much lower intensity are also visible around the targeted core. Figure 8(a) shows the particular case of strong cross talk where the intensities from adjacent cores amount up to 44% of the targeted core peak. However, the latter case is rare and for the large majority of studied cores, the cross talk effect is minimal, with adjacent peak intensities below 10% of the main peak; a typical example is shown in Fig. 8(b) . Intensity profiles along the white lines in Figs. 8(a) and 8(b) are shown in Figs. 8(c) and 8(d) , respectively. These data reveal insignificant cross talk between the adjacent cores for Gastroflex™ UHD confocal miniprobe™ IG for NIR light at 850 nm. There is in fact a trade-off between core uniformity and cross talk; if the transversal core geometries were exactly the same (i.e., cores with identical phase velocities), the cross talk between the adjacent cores would be very strong because of intercore coupling. Fujikura fiber-optic bundle of the FIGH series was specifically designed to reduce the cross talk, thus increasing the resolution of the IG. This is achieved by manufacturing every adjacent core with statistically different transversal profile in size and shape, as depicted in the onset of Fig. 1(b) . This intended and well-controlled inhomogeneity is not detrimental for intensity transmission in the linear imaging mode because it can be compensated through image processing. In the case of nonlinear excitation using 2PEF and SHG with femtosecond pulses, the situation is different. The interaction between the propagating ultrafast light pulse and the core medium depends on the square of intensity and is detrimentally affected by core geometry inhomogeneity.
For a given single core, by fine-tuning the precompensation stretcher, pulse durations in the order of 100 fs can always be achieved at the exit of the core. Indeed, as mentioned in the description of the grism-based stretcher, the value of the introduced anomalous dispersion is adjusted in order to correctly compensate the positive dispersion in the cores of an IG. Modifying the distance between the two grisms (d) and/or the incidence angle (θ) onto the stretcher [see Fig. 1(a) ] permits independent tuning of SOD and TOD to the desired values. The pulses that are anomalously dispersed at the exit of the stretcher can be temporally compressed during their propagation through any chosen core of the bundle.
In the case of our multicore IG, the stretcher should be tuned in a way for precompensating the dispersion of all cores. In our approach, we chose to keep the incidence angle θ constant and tune the distance d between the grisms [ Fig. 1(a) ]. The criterion for the optimal distance d was chosen based on mean intensity of the whole IG. However, each core responds individually to the distance d, i.e., values of d that maximize the intensity for some cores are not optimal for the others. This observation shows that each core has its own dispersion and nonlinearity. We conclude that optimal precompensation cannot be achieved simultaneously for the ensemble of cores in the bundle.
Effect of Modulating the Intergrism Distance on the Nonlinear Image Homogeneity
Following the above findings, we propose a method for improving the homogeneity of the acquired nonlinear images using a modulation of the dispersion precompensation. This approach is based on the observation that different d values (hence precompensations of SOD) are optimal for different groups of cores. As a proof of concept, an experiment was performed where the distance d was changed in five steps (Δd ¼ 0.5 mm) from its initial value. Images of 2PEF from a fluorescein aqueous solution were recorded at all six precompensation settings. Figure 9(a) shows the whole recorded image at initial d position. A region of interest of 30 × 20 μm was chosen [frame in Fig. 9(a) ] and shown in Fig. 9(b) for the six different distances d between the grisms. At each d value, the signal of core intensities varies, as can be seen Journal of Biomedical Optics 106004-8 October 2019 • Vol. 24 (10) in Fig. 9(d) , for the three chosen cores marked by orange circles in the upper panel of Fig. 9(b) . By superposing and averaging the six images of Fig. 9(b) pixel by pixel, a synthetic mean image can be created [ Fig. 9(c) ], which is more homogeneous than any of the constituent images. Indeed the aggregated image in Fig. 9 (c) exhibited less variance in the core intensities (σ 2 ¼ 1.3 × 10 3 ) than any of the six images in Fig. 9 (b) (σ 2 ¼ 2.7 × 10 3 to 5.3 × 10 3 ).
Future Perspectives for Improving the Image Homogeneity
We demonstrated that modulation of the dispersion precompensation is a valuable method for improving the image quality. For implementing this method in our setup, an accessible technical solution would consist in modulating the dispersion at high frame rate with a variability amount defined by the results in Fig. 9 . In this case, several successive images, having complementary inhomogeneities, would have to be properly associated in order to form a combined final image with optimal homogeneity. One possible discrete dispersion modulation arrangement could be achieved using a relatively simple optomechanical device in combination with the already-existing pulse stretcher. This additional device could be composed of a set of parallel glass plates of different thicknesses positioned in front of a mirror in the image space of a converging lens. A one-dimensional galvanometric mirror, synchronized with the imaging system frame rate and positioned in the focal plane of the lens, could allow quick sequential illumination of various plates, one image frame corresponding to one glass thickness. Due to the above mirror, the double-pass configuration would allow avoiding the transverse displacement of the beam during dispersion modulation.
Other realizations of precompensation modulation, for example, using acousto-or electro-optical beam deflection, are also possible and will be the subject of further studies.
In the experiment depicted in Fig. 9 , we note also the existence of cores with very low intensity, regardless of the value d. This phenomenon is attributed to nonoptimal coupling of NIR light into the IG since both the scanning module and the IG were initially designed for cw excitation in the visible range. Indeed, from Fig. 7(b) one can see that, in the conditions of optimal static single-core coupling, the variance of the transmitted energy is rather low; thus, the NIR pulsed laser radiation can in principle be efficiently coupled into any core of the entire IG, provided the optimal matching conditions are satisfied during the proximal beam scanning. Therefore, a new scanning module specifically optimized for NIR laser light and synchronized with an ad hoc precompensation modulation system is to be designed and built to achieve the optimal image quality during real-time in vivo endoscopy.
It is noteworthy that, for an IG with high intrinsic inhomogeneity, the proposed precompensation modulation method leads either to substantial lowering of the useful frame rate or to the reduction of the exposure time in one core. Therefore, in the future, instead of working with a commercially available imaging guide being fabricated and distributed for decades by Fujikura Ltd, one may consider developing a new bundle possessing an optimal equilibrium between cores homogeneity, cores distance, and cross talk between cores that effectively reduces the spatial resolution of the resulting nonlinear image. For such an "optimal" IG, the proposed precompensation modulation procedure is expected to be much faster or eventually may even not be required.
Note that several research groups across the world 42, 43 are now actively working on the development of new imaging multicore bundles with increased resolution and homogeneity. Such IGs should exhibit diameter sizes and mechanical properties that would make them good candidates to be inserted in commercial endomicroscopic probes currently manufactured. Future development of new optical fiber technologies, in particular one based on air-silica microstructures, 42 represents, in our opinion, one promising route toward nonlinear endomicroscopy and its effective application in the clinic.
Conclusions
We report a nonlinear endomicroscopy apparatus employing multicore fiber IG compatible with real-time in-clinic endoscopy procedure. The system allowed us to obtain the first real-time cine loops of 2PEF of elastin and SHG images of collagen from dissected tissues of human alveoli and rat tail tendon, respectively, without any labeling. A frame rate of 9 Hz was achieved with a total excitation power of 40 mW at 850 nm. These results suggest good potential for future in-clinic application of nonlinear fiber-bundle-based endomicroscopy, although the obtained image quality is far from optimal, being highly inhomogeneous. To examine this, we performed a rigorous study of the multicore IG employed (Fujikura FIGH series) at a single-core level. We concluded that the nonlinear image inhomogeneity is primarily due to strong variation across the bundle of core transversal geometries, the various cores having variable dispersions. Finally, we proposed a correction method based on modulation of dispersion precompensation to address the image inhomogeneity issue and demonstrated its capability to improve the nonlinear image quality.
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